Classification of Electrocardiographic P-wave Morphology

Carlson, Jonas; Johansson, Rolf; Olsson, Bertil

Published in:

DOI:
10.1109/CDC.2000.912124

2000

Link to publication

Citation for published version (APA):

General rights
Unless other specific re-use rights are stated the following general rights apply:
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.
• Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
• You may not further distribute the material or use it for any profit-making activity or commercial gain
• You may freely distribute the URL identifying the publication in the public portal

Read more about Creative commons licenses: https://creativecommons.org/licenses/

Take down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.
Classification of Electrocardiographic P-wave Morphology

Jonas Carlson¹, Rolf Johansson¹, Rolf Johansson², S. Bertil Olsson¹

¹Department of Cardiology, Lund University, SE-221 85 LUND, Sweden; Email: Jonas.Carlson@kard.lu.se, Bertil.Olsson@kard.lu.se
²Department of Automatic Control, Lund Institute of Technology, Lund University; PO Box 118, SE-221 00 LUND, Sweden; Email: Rolf.Johansson@control.lth.se

Abstract

The atrial activity of the human heart is normally visible in the ECG as a P-wave. In patients with intermittent atrial fibrillation, a different P-wave morphology can sometimes be seen, indicating atrial conduction defects. The purpose of this study was to develop a method to discriminate between such P-waves and normal ones. 20 recordings of each type were used in a classification which, based on impulse response analysis of the P-wave and linear discrimination between various parameters, produced a correct classification in 37 of the 40 recordings (sensitivity 95%, specificity 90%).

1 Introduction

The normal cardiac rhythm is initiated from the sinus node, a structure with inborn electrical automaticity, situated close to the entrance of the superior caval vein into the right atrium. From there, the electrical impulse propagates along the entire atrial myocardium, thereby creating the electrocardiographic evidence of normal sinus rhythm, a P-wave. When the conduction within an atrium or between the two atria is different from the normal situation, the morphology of the P-wave changes. Recently, we observed that patients prone to attacks of atrial fibrillation, a global atrial re-excitation dysrhythmia, often had evidence of delayed impulse conduction between the right and the left atrium. This was evidenced during direct impulse conduction studies, using cardiac catheters and electrical stimulation technique [1] but also appeared as a distinct change of morphology of the P-wave during sinus rhythm, as compared with those recorded in patients without attacks of atrial fibrillation [2].

The standard ECG is an inexpensive and simple investigation that, with high-resolution acquisition in combination with signal averaging, can provide a lot of information. This was first applied to analysis of the ventricular activity, the QRS-complex, but is now also applied in investigations of the atrial activity, the P-wave. Whereas standard approaches deal with an analysis of the duration of the P-wave, there is an increasing interest for the P-wave morphology [2][3]. Differences in morphology are believed to reflect different activation patterns in the atria. Conduction defects could then be identified by differences in morphology between different patient recordings.

The purpose of the study was to investigate the possibility of using system identification as a tool to classify P-waves as being either normal or showing a different appearance indicating some kind of conduction defect within the atria.

2 Materials and methods

2.1 Acquisition of P-waves

ECG was recorded using modified Frank leads [4], a technique that produces three orthogonal leads, X, Y and Z, where X is positive from right to left, Y from up to down and Z from front to back. Sampling was performed at 1 kHz with 0.625 μV resolution (equipment from Siemens-Elema, Sweden).

The QRS-complexes in the ECG recordings were identified and a 400 ms long ‘window’ before the onset of the QRS was extracted, believed to hold the P-wave. In each recording, 200 P-waves were used in an averaging in order to reduce noise. A template matching with the criterion of correlation > 0.9 was used to include P-waves in the averaging. The onset and end of the P-wave were defined manually (Fig. 1).

2.2 ECG data

52 P-wave recordings were used in the analysis, all from different individuals. Each recording was inspected by a physician and defined as ‘normal’ (Type
1) or 'different' (Type 2) according to morphology differences observed in an earlier study [2]. Fig. 1 shows a normal P-wave with two leads (X and Y) being positive, with only one dominant peak, and one (Z) being negative. P-waves of Type 2 differed mostly in leads X and Z, with lead Z having two peaks, one being negative and the other positive. This P-wave morphology has been shown to be common in patients with paroxysmal atrial fibrillation [2]. An example of a P-wave of Type 2 is also seen in Fig. 1.

Consider a discrete-time system of order $n$:

$$\begin{align*}
x_{k+1} &= A_n x_k + B_n u_k \\
y_k &= C_n x_k + D u_k
\end{align*} \tag{1}$$

where $x$ denotes the states, $u$ the impulse input and the output $y$ the three orthogonal leads of a P-wave recording.

For the identification, the state-space model identification algorithm proposed by Ho and Kalman [7] and Juang and Pappa [6] was used to determine the matrices $A_n, B_n, C_n$ and $D$ in the state-space model of Eq. (1).

First, Hankel matrices were constructed as:

$$H_{k,s}^{(b)} = \begin{bmatrix} H_{k+1} & H_{k+2} & \cdots & H_{k+s} \\
H_{k+2} & H_{k+3} & \cdots & \vdots \\
\vdots & \vdots & \ddots & \vdots \\
H_{k+r} & H_{k+r+1} & \cdots & H_{k+r+s-1} \end{bmatrix}, \quad k, 0, 1$$

where $r$ and $s$ are chosen equal, $r + s$ is the length of the P-wave recording and

$$H_0 = \begin{bmatrix} y_0(X) \\
y_0(Y) \\
y_0(Z) \end{bmatrix}, \quad H_1 = \begin{bmatrix} y_1(X) \\
y_1(Y) \\
y_1(Z) \end{bmatrix}, \cdots$$

i.e., the Markov parameters for the two Hankel matrices are the sample values of the P-wave data sequences. Of the 400 ms window, only the part containing the actual P-wave was used in the modeling. To assure stable model dynamics, the interval 20 ms after the defined end of the P-wave was included in the identification data. The baseline was defined as being 0 at the onset of the P-wave in all three leads.

Second, the model order, $n$, was determined by computing the singular value decomposition $H_{r,s}^{(0)} = U \Sigma V^T$ of the Hankel matrix $H_{r,s}^{(0)}$ and its singular values $\sigma_1, \sigma_2, \ldots, \sigma_s$ (Fig. 2).

The algorithm for an $n$-th order model with $m$ inputs
Figure 2: Example of singular values of the Hankel matrix $H_{r,s}^{[0]}$

and $p$ outputs is:

\[
A_n = \sum_n^{-1/2} U_n H_{r,s}^{[1]} V_n \Sigma_n^{-1/2}
\]
\[
B_n = \sum_n^{1/2} V_n^T E_u
\]
\[
C_n = E_V^T U_n \Sigma_n^{1/2}
\]
\[
D = H_0
\]
\[
E^T_u = [I_{p \times p} 0_{p \times (r-1)p}]
\]
\[
E^T_v = [I_{m \times m} 0_{m \times (s-1)m}]
\]
\[
\Sigma_n = \text{diag}(\sigma_1, \sigma_2, \ldots, \sigma_n)
\]
\[
U_n = \text{matrix of first } n \text{ columns of } U
\]
\[
V_n = \text{matrix of first } n \text{ columns of } V
\]

where, in this case, $m = 1$ and $p = 3$.

From the state-space model of Eq. (1), the discrete impulse responses for the three outputs were simulated and plotted together with the measured impulse responses for manual comparison (Fig. 3).

Figure 3: Example of the result of identification with model order 9. Solid lines are original data, dashed are the results of the simulation.

The residuals between the modeled and the measured impulse responses were also plotted (Fig. 4) to verify that there were no visible definable components left (e.g. sinusoid-like behavior) indicating that not all system dynamics were accounted for in the model.

2.4 Classification

Three independent methods to classify data were studied: the Fisher linear discriminant [8], the spectrum of the Discrete Fourier Transform (DFT) [8] and the duration of the P-wave.

To use the Fisher linear-discriminant method, a suitable parameter set, $\theta$, must be chosen. In this study, three different choices of parameter sets were evaluated:

- The absolute value of the eigenvalues of the $A$-matrix
- The coefficients of the denominator polynomial of the transfer function evaluated from the state-space model
- The coefficients of the numerator polynomial of the Z-lead transfer function

The last choice was motivated from earlier manual classification of the same data material showing the biggest difference between the two different types of P-waves in the Z-lead [2].

The Fisher linear discriminant classifies a parameter estimate, $\hat{\theta}$, as belonging to one of two classes $A$ or $B$, in this case P-waves of Type 1 or Type 2. After computing the mean $m$ and covariance $R$ as

\[
m_i = \mathbb{E}\{\theta_i\}
\]
\[
R_i = \mathbb{E}\{(\theta_i - m_i)(\theta_i - m_i)^T\}
\]

where $i = A$ or $B$

and the average variance

\[
R = \frac{1}{2}(R_A + R_B)
\]

the Fisher linear discriminant, $\lambda$, is calculated as

\[
\lambda = R^{-1}(m_B - m_A)
\]

where $\lambda^T \hat{\theta} = (m_B - m_A)R^{-1} \hat{\theta}$
and performing the classification test

\[
\hat{\theta} = \begin{cases} \mathcal{B}, & \text{if } \lambda^T \hat{\theta} > \vartheta \\ \mathcal{A}, & \text{if } \lambda^T \hat{\theta} < \vartheta \end{cases}
\]

for some threshold \( \vartheta \), in this study chosen as

\[
\vartheta = \left( \frac{\sqrt{\lambda^T R_\mathcal{A} \lambda} \lambda^T m_\mathcal{A} + \sqrt{\lambda^T R_\mathcal{B} \lambda} \lambda^T m_\mathcal{B}}{\sqrt{\lambda^T R_\mathcal{A} \lambda} + \sqrt{\lambda^T R_\mathcal{B} \lambda}} \right)
\]

under assumption of normal distribution of \( \lambda^T \hat{\theta} \).

Classification was performed with parameters from models of either the best model order as indicated by the singular values or order 5. The latter was chosen in an attempt to reduce unnecessary information and only look at the major differences in appearance. For the same reason, decimation of the data series by a factor of 5 was also evaluated in combination with the higher model order. All three parameter sets were tested with the different model orders. To justify the use of the discriminant in Eq. (3), the parameter estimates \( \hat{\theta} \) were investigated by means of a Kolmogorov-Smirnov test to verify they had normal distribution.

As an alternative method, DFT was used to evaluate if the two types of P-waves had differences at any point in the frequency domain. To analyze the spectral data, three plots were made, one for each of the three leads, X, Y, and Z. In each plot, the spectra of all recordings were plotted together to evaluate visually if at any point (i.e., frequency), in any plot, the groups differed. A more formal analysis was performed as well, using the Fisher discriminant described above. The parameter estimates, \( \hat{\theta} \), were chosen as a vector of all points of the DFT of the separate leads:

\[
\hat{\theta} = \left( \begin{array}{c} \mathcal{F}_X(1) \\ \vdots \\ \mathcal{F}_X(k) \\ \mathcal{F}_Y(1) \\ \vdots \\ \mathcal{F}_Y(k) \\ \mathcal{F}_Z(1) \\ \vdots \\ \mathcal{F}_Z(k) \end{array} \right)^T
\]

A test of normal distribution of the parameter estimates, \( \hat{\theta} \), was made by means of a Kolmogorov-Smirnov test.

Two different spectral resolutions were used: 32-point and 64-point. Since most P-waves have different amplitudes, an attempt to standardize the DFTs was made by normalizing the area under each individual curve to 1 before calculating \( \hat{\theta} \).

To compare the results with the standard approach of P-wave discrimination, duration was measured in all recordings, defined manually as the time between the earliest onset and latest end in any of the three leads. Statistical analysis was made to evaluate if there was any difference in P-wave duration between the two groups.

For all analyses, sensitivity (the probability of correctly classifying a P-wave of Type 2) and specificity (the probability of correctly classifying a P-wave of Type 1) of the classification results were calculated.

### 3 Results

For model orders below \( n = 9 \), increasing model order showed increasing accuracy in the prediction of the three P-wave leads. Model orders above 9 did not give any further improvement which is in agreement with the information seen in the singular-value plot (Fig. 2).

The Kolmogorov-Smirnov test showed that the null hypothesis, i.e., variables being normally distributed, could not be rejected for any of the chosen parameter estimates at the significance level \( p = 0.05 \).

Table 1 shows the results of the various combinations of parameter sets and model orders. The best result was achieved with a 9th order model without decimation where 92.5% (37 of 40) of the recordings were classified correctly. Based on this material, the sensitivity and specificity of the method was 95% and 90% respectively.

<p>| Table 1: Result of Fisher discriminant classification with various choices of parameters |
|---------------------------------|-----------------|-----------------|-----------------|</p>
<table>
<thead>
<tr>
<th>Eigenvalues</th>
<th>Order 9, dec. 5</th>
<th>Order 9</th>
<th>Order 5</th>
</tr>
</thead>
<tbody>
<tr>
<td>72.5%</td>
<td>75%</td>
<td>82.5%</td>
<td></td>
</tr>
<tr>
<td>Denominator</td>
<td>80%</td>
<td>72.5%</td>
<td>77.5%</td>
</tr>
<tr>
<td>Z numerator</td>
<td>87.5%</td>
<td>92.5%</td>
<td>87.5%</td>
</tr>
</tbody>
</table>

The DFT approach did not yield any useful results. No obvious patterns could be seen by visual evaluation of the three leads' spectra in any of the analyses. The Kolmogorov-Smirnov test showed that the null hypothesis, parameter estimates being normally distributed, could not be rejected at the significance level \( p = 0.05 \). The Fisher analysis showed that the DFT parameters failed to produce an acceptable classification, see Table 2.
Table 2: Result of Fisher discriminant classification with various choices of DFT parameters

<table>
<thead>
<tr>
<th>DFT Parameters</th>
<th>Sensitivity</th>
<th>Specificity</th>
</tr>
</thead>
<tbody>
<tr>
<td>32-point DFT</td>
<td>0.45</td>
<td>0.55</td>
</tr>
<tr>
<td>64-point DFT</td>
<td>0.45</td>
<td>0.50</td>
</tr>
<tr>
<td>32-point DFT, area = 1</td>
<td>0.55</td>
<td>0.35</td>
</tr>
<tr>
<td>64-point DFT, area = 1</td>
<td>0.40</td>
<td>0.60</td>
</tr>
</tbody>
</table>

Also P-wave duration failed to discriminate the two groups. The duration was (mean±SD) 117±15 ms and 124±12 ms respectively, the difference not being significant (p = 0.19, Mann-Whitney U-test). No single value of P-wave duration produced a discrimination comparable to that of the Fisher linear discriminant. Using the mean of the duration of the two groups (120.5 ms) produced both sensitivity and specificity of 55%. A plot of sensitivity and specificity versus P-wave duration can be seen in Fig. 5.

![Figure 5: Sensitivity and specificity plotted as functions of the P-wave duration](image)

4 Discussion

The idea of using the signal-averaged P-wave to discriminate between patients with different diseases is not new. For more than a decade, different groups have tried to find easily definable characteristics that can be used [10]. The one most often used is the duration of the P-wave, or its vector magnitude, \( \sqrt{X^2 + Y^2 + Z^2} \) [11]. It has, for example, been used in attempts to predict atrial fibrillation after cardiac surgery [12] or recurrence of atrial fibrillation after electrical cardioversion [13]. Another approach is to compute the P-wave duration in each lead, and calculate a "P-wave dispersion index", defined as 100×(SD of duration/mean duration). This has, in combination with standard P-wave duration measurements, been shown to produce better results than using the duration alone [14]. Another characteristic is the RMS amplitude of the last part of the bandpass-filtered (40-250 Hz) P-wave, a value denoted as RMSnn, where nn denotes the nn last milliseconds of the P-wave [13]. There has also been attempts to analyze the frequency content of the P-wave [15].

In our study, both P-wave duration and frequency content analysis failed to discriminate the two types of P-waves while the system identification was successful in 92.5% of the cases. This shows that a more advanced analysis can identify differences which are not easily defined in intuitive and visible characteristics such as amplitude or duration.

Due to the small material used, most recordings were used in the calculation of the Fisher linear discriminant and a prospective study is needed for purposes of validation. No results are shown on the analyses of the 7+5 remaining recordings since the result of one individual analysis changes the overall result too much. In general, however, the results were above 80% for the Z-lead denominator polynomial analyses.

The two types of P-waves had the most visible morphology differences in the Z-lead. This is also shown in the result as the best discrimination being found in parameters only incorporating information from this lead. These different forms of P-waves represent the presence or absence of an underlying pathophysiological condition in patients prone to attacks of atrial fibrillation. Interestingly, only few individuals without this arrhythmia have P-waves of Type 2, indicating that improper impulse conduction between the atria may be a basic prerequisite for the disease in some patients [2]. An interesting application of a tool capable to discriminate between the two types of P-waves would therefore be a prospective study to investigate the difference in occurrence of atrial conduction defects in patients with paroxysmal atrial fibrillation compared to normal subjects.

5 Acknowledgments

The authors wish to thank Dr Pyotr Platonov for providing the ECG-data used in the study.

The study was supported by grants provided by the Swedish Heart-Lung Foundation.

References


